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NOTES 


e The figures integrated in the text each have a figure number and a caption, e.g. “Figure 2-7” 
signifies: the figure in Section 2 with the serial number 7. In each figure, details discussed in the text 
have been assigned with a reference line marking and an item number. In the running text, “Mains 
cable (2-7/1)” signifies: in Figure 7 of Section 2, the mains cable is marked with the item number 1. 


e Refer to the annex for explanations of the abbreviations. 


e This instruction manual refers to the Axiolab A microscope equipment including accessories (see page 
1-5 following). 


This manual can also be used for other instrument versions. 
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Notes on Instrument Safety 


The Axiolab A reflected-light microscope was designed, produced and tested in compliance with DIN 
61010-1 (IEC 1010-1), Safety requirements for electrical measuring, control and laboratory instruments, 
and meets the requirements of appendix | of directive 73/23/EC and the relevant CSA and UL directives. 
The instrument meets the requirements of the EC directive 89/336/EC and the EMC legislation of 
November 9th 1992. This operation manual includes information and warnings which must be observed 
by the user. 


The following warning and information symbols are used in this manual: 


NOTE 
This symbol is a warning which you must observe under all circumstances. 


CAUTION 
This symbol is a warning which indicates a hazard to the instrument or instrument system. 


CAUTION 
This symbol is a warning which indicates a hazard to the user of the instrument. 


CAUTION 
Hot surface! 


J) [> EE & 


CAUTION 
Disconnect the instrument from the line before opening it! 
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The Axiolab A microscope, including original accessories, may only be used for the microscope 
techniques described in this manual. 


Particular attention must be paid to the following warning notes: 


[1] The manufacturer cannot assume any liability for any other applications, possibly also involving 

individual modules or single parts. This also applies to all service or repair work which is not 

carried out by authorized service personnel. Furthermore, this forfeits all the claims against 
warranty. 


The power plug must be inserted in a socket featuring a grounding (earth) contact. The 
grounding effect must not be made ineffective by an extension cable which does not have a 
protective ground wire. 


If it is established that the protection measures are no longer effective, the instrument must be 
switched off and safeguarded against inadvertent operation. Please contact your local 
Carl Zeiss service agency or the Carl Zeiss microscopy service for the repair of the instrument. 


The wide range power unit which is integrated in the stand of the microscope permits the use 
of line voltages in the range between 100 and 240 V AC + 10%, 50 - 60 Hz, without the need 
for the voltage to be changed at the instrument. 


Always disconnect the instrument from the line before opening the instrument and before 
changing the fuses. 


Make sure to use only fuses of the rated power required. The use of makeshift fuses and the 
short-circuiting of the fuse holders are not permitted. 


Jai Ey i i 


The Axiolab A microscope is not equipped with any special devices for protection from 
substances which are corrosive, toxic, radioactive or otherwise hazardous to health. All the 
legal regulations for accident prevention, particularly those in the respective countries, must be 
observed when handling such substances. 


Avoid touching the hot lamp housing. Always pull the power plug before changing the lamps 
and allow the instrument to cool down for approx. 15 mins. 


> El 
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[t | Dust and dirt can impair the performance of the instrument. Therefore, the instrument must be 
protected against these influences as far as possible, and covered with the dust cover if it is not 
used for longer periods of time. Always check whether the instrument is switched off before 

you cover It. 


Placing objects against or covering ventilation slats can lead to a build-up of heat which will 
damage the instrument and, in extreme cases, cause a fire. Always keep the ventilation slats 
clear and make sure that no objects enter the instrument through the ventilation slats. 


The instruments must be operated by trained personnel only who must be aware of the 
possible danger involved with microscopy and the relevant application. The Axiolab A is an 
optical precision instrument which can be impaired in its performance or damaged when 
handled improperly. 


Bie 


Notes on warranty 


The manufacturer guarantees that the instrument has no material and production defects when 
delivered. You must inform us of any defects immediately and we must do anything to minimize the 
damage. If the manufacturer is informed of such a defect, he is obliged to remove it; it is his decision 
whether he does this by repairing the instrument or by delivering an instrument free of any defect. No 
guarantee is provided for defects caused by natural wear (wearing parts in particular) and improper use. 


The instrument manufacturer is not liable for damage caused by faulty operation, negligence or any 
other meddling with the instrument, particularly the removal or replacement of instrument components, 
or the use of accessories from other manufacturers. This forfeits all the claims against warranty. 


With the exception of the work specified in this manual, no maintenance or repair of the Axiolab A may 
be performed. Repairs may only be performed by Carl Zeiss service staff or specially authorized 
personnel. Should any defect occur with the instrument, please get in touch with your local Carl Zeiss 
agency. 
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1 DESCRIPTION 
1.1 Name; Intended Application, 
Manufacturer's name: Upright reflected-light microscope for routine examinations 


Within the product family of upright reflected-light microscopes, the Axiolab A fits in as follows: 


e Routine microscopes e Research microscopes 

— AxiolabA — Axioplan 2 imaging 

— Axiotech / Axiotech “°° — Axiophot 2 

— Axioskop 2 / Axioskop 2 MOT — Axiotron 2 / Axiotron DUV 


— Axioskop 2 FS / Axioskop 2 FS MOT 


The Axiolab A reflected-light microscope is a light microscope suitable for use in all areas of research and 
industry involving opaque material, e.g. in 


metallography (metallic and compound materials) 
engineering mineralogy (ceramics, building materials, slags and ashes) 
production inspection/receiving inspection (plastics, papers and textiles) 


The Axiolab can also be equipped with a transmitted-light facility for the examination of transparent 
material samples. 


1.2 Instrument Description 
The Axiolab A microscope is a high-performance routine microscope. Due to its compact design and 
clearly arranged controls, the instrument also meets high demands on user-friendliness. 


Microscope stand {i-1)1): diecast component with low-lying center of gravity and, therefore, high 
stability. 


Coaxial coarse/fine drive (1-1/2): focusing function acting on the specimen stage 
Stage: optionally as fixed version {1-1}3), as glide stage (1-1/5) or as mechanical stage (1-1/4) 
5-position objective nosepiece {1-1)6) with W 0.8 x 1/36" thread 


Reflected-light illuminator H (1-1/7) with permanently attached binocular phototube A H (i-1}8), two 
E-PL 10x/20 Br. and E-PL 10x/20 Br. foc. eyepieces , and camera port (1-1/9) 


Wide-range power supply in the stand can be set to line voltages between 100 and 240 V AC 
Reflected-light halogen illuminator (-1]10) with 6 V, 30 W halogen lamp 


The Axiolab A microscope features a modular design, i.e. standard modules can be easily replaced with 
alternative modules, or further accessories can be added. The carrier element for this purpose is the 
microscope stand 1), in which the power supply unit is also integrated. The new wide-range power 
supply in the stand can be set to line voltages between 100 and 240 V AC by the user himself. 
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Fig. 1-1 Axiolab A main modules 


The specimen stage can be designed 
as fixed stage (1-1)3) with stage clamps, 
as glide stage (1-1/5) with stage clamps, 25 x 25 mm travel range, or 
as mechanical stage (1-1/4) 75 x 35 R/A with ceramic surface and short drive. 


Both the fixed stage and the glide stage can be locked in a top or a bottom stop. The maximum 
specimen height is 45 mm. 

The mechanical stage is a component of the transmitted-light version of the Axiolab A and permits the 
particularly sensitive moving of transparent objects. For opaque specimens, this mechanical stage can be 
equipped with a special specimen holder, permitting the maximum specimen height of 18 mm. Controls 
within easy reach and the user-friendly viewing height of 440 mm with a 30° viewing angle ensure 
fatigue-free work. 
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The reflected-light halogen illuminator {1-1/10) is equipped with a 6V 30 W halogen lamp as a standard. 
Its luminous intensity (lamp voltage) is continuously variable via the relevant control. The correct color 
temperature for color photography (3200 K) is automatically reached in the end _ stop. 
The XBO 75 or HBO 50 illuminators can also be attached to the Axiolab A for examinations requiring a 
high illuminance. Other features: adjustable aperture diaphragm and homogeneous illumination of 
object fields of up to dia. 8 mm. 





Fig. 1-2 Optical design of the Axiolab A with transmitted-light equipment 
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The optical performance of the Axiolab A can be ideally matched to the relevant requirements by using 
various objectives which are inserted into a 5-position nosepiece (1-1/6). 


The camera port {1-1)9) attached to the binocular reflected-light tube (1-1]8) is available for the 
documentation of microscope images. Microscope and video accessories are attached via a wide variety 
of specific adapter components and modules. 


Pulling out or pushing in the pushrod on the binocular tube allows you to switch between observation 
and photomicrography/videomicroscopy. Switchover is 100% in each case, i.e. simultaneous observation 
and documentation is not possible. 


The use of specific sliders in the reflected-light illuminator H allows observation in polarization contrast. 
Epi-fluorescence observation is possible with a special fluorescence configuration. 


1.3 Microscope Configurations and Modules 


Depending on the application, the following configurations of the Axiolab A microscope are 
recommended: 
- Axiolab A for reflected-light brightfield with fixed stage and Epi-objectives 

Cat. No. 490960-9804-000 


- Axiolab A for reflected-light brightfield with glide stage and Epi-objectives 
Cat. No. 490962-9804-000 


Axiolab A for reflected-light brightfield and transmitted-light examinations with mechanical stage 
Cat. No. 490961-9804-000 
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Fig. 1-3 Axiolab A microscope configurations 
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Axiolab A microscope configurations 





Configurations 
Microscope Axiolab A with fixed mechanical stage 
Microscope Axiolab A with glide stage 


Microscope Axiolab A with mechanical stage and 
additional transmitted-light equipment 


Selected modules for configuration 1 
Microscope stand Axiolab A 


Binocular phototube 30°/20 A H (100 vis/ 
100 doc) with reflected-light illuminator H 


Eyepiece E-PL 10x/20 Br. 

Eyepiece E-PL 10x/20 Br. foc. 
Epiplan objective 5x/0.13 oo/- 
Epiplan objective 10x/0.20 o9/- 

Epi objective 20x/0.40 00/0 

Epiplan objective 50x/0.70 00/0 
Achroplan objective 40x/0.65 00/017 


Filter slider, 
is acomponent of binocular phototube 30°/20 A H 
(100 vis/100 doc) with reflected-light illuminator H 


Attenuation filter 0.06, dia. 32 

Dust cover slider (5 pcs.) 

6 V, 30 W halogen illuminator 

6 V, 30 W halogen lamp 

Dust cover G 

Mains cable with European plug 
Mains cable with American flat plug 


Fuse insert T 0.8 A; 250 V; 5x 20 mm 
(not shown) 


Accessory case 


e Part of the microscope configuration 
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Cat. No. 


490960-9804-000 
490962-9804-000 
490961-9804-000 


450909-0000-000 
450962-0000-000 


444231-9901-000 
444232-9902-000 
442920-0000-000 
442930-0000-000 
442941 -0000-000 
442950-0000-000 
440050-0000-000 


450962-0000-000 


467848-9001-000 


447206-9901-000 
000000-0402-943 
459306-0000-000 


000000-0127-019 


Fixed 
stage 


Glide 
stage 


Carl Zeiss 


Mechani- 


cal stage 





on request | on request | on request 
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Fig. 1-4 Axiolab A accessories (1 of 2) 
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Axiolab A accessories Cat. No. Fixed Glide Mechani- 
stage stage cal stage 





STAGES 
1.1 Glide stage with stage carrier 453509-0000-000 Sd 
1.2 Mechanical stage 75 x 35 R/A with ceramic 453517-9901-000 + + 
surface and short drive, plus: 
1.2.1. | Specimen holder with spring clip R 473448-0000-000 + + 
1.2.2 |Specimen holder A 43341 1-0000-000 + + 
13 Polished specimen attachment 453575-0000-000 Sd Sd 
OBJECTIVES 
2.1 Epiplan objective 100x/0.75 0/0 442980-0000-000 o 
ZZ Epiplan-Neofluar objective 2.5x/0.075 o0/-, plus: | 442310-0000-000 ¢ ¢ ¢ 
2.2.1 |2,5x Antiflex cap 444922-0000-000 + + + 
2.3 Epiplan-Neofluar objective 5x/0.15 09/- 442320-0000-000 ° ¢ ¢ 
2.4 Epiplan-Neofluar objective 10x/0.30 oo/0 442330-0000-000 o o ® 
2.5 | Epiplan-Neofluar objective 20x/0.50 00/0 442340-0000-000 o ® 
2.6 Epiplan-Neofluar objective 50x/0.85 00/0 442350-0000-000 ¢ ¢ 
for covered specimens: 
2.7 Achroplan objective 20x/0.45 00/0.17 440040-0000-000 o 
2.8 | Achroplan objective 40x/0.65 -0/0.17 440050-0000-000 ¢ 
2.9 | Achroplan objective 100x/1.25 00/0.17 oil 440080-0000-000 Sd 
plus: 
2.9.1. |518N immersion oil, 20 ml oiler 444950-0000-000 + 
3.1 | Eyecup, folding 444801-0000-000 & ® ¢ 
3.2 |8x drawing eyepiece 444128-0000-000 5 a od 
4 Stage micrometer for incident light 5+100/100y |474027-0000-000 Sd Sd Sd 
D=0 
5 Equipment for qualitative polarization in incident Sd 5 Sd 
light 
5s] Polarizer slider P 453608-0000-000 + + + 
5.2 Analyzer slider A, rotary 453686-0000-000 + + + 
5.3 Compensator slider A-sub 453706-0000-000 + + + 
6 Equipment for Epodye fluorescence . 4 Sd Sd 
6.1 Filter slider FL (for dia. 25 filters) 446478-0000-000 + + + 
6.2 Excitation filter BP 450 ... 490, dia. 25 447722-0000-000 + + + 
6.3 Barrier filter LP 520, @ 25 447737-0000-000 + + + 
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Axiolab A accessories Cat. No. Fixed Glide Mechani- 
stage ae cal stage 
Retrofit package for transmitted-light 


illumination (can only be fitted by service 
personnel), consisting of: 


- Mechanical stage 75 x 35 R/A with ceramic 
surface 


- Specimen holder (1) with spring clip R 

- Transmitted-light illumination, consisting of: 
- 6 V, 30 W halogen lamp 

- Luminous-field diaphragm with iris 

- ABBE condenser 0.9/1.25 


For enhanced incident light intensity 
requirements 


XBO 75 (Xenon) illuminator 

HBO 50 (Hg, 230 V) illuminator 

HBO 50 (Hg, 115 V) illuminator 

MC 80 DX microscope camera for 

24 x 36 mm, consisting of: 

MC 80 DX basic body 

MC 80 DX control panel, plus: 

Mains cable with European plug 

35 mm Mot Dx film cassette 

Adapter 60 for microscope camera, d = 30mm 
Projection lens P 2.5x for MC 80/MC 80 DX 
Eyepiece E-PL 10x/20 Br. foc. 

Photo reticle MC 2.5x/d = 26 mm 

Databack D4 (for 35 mm Mot Dx film cassette) 
35-mm SLR camera 

CONTAX 167 MT, consisting of: 

T2 2.5x SLR camera adapter 

T2 adapter for CONTAX (CONTAX bayonet) 
SLR-camera housing CONTAX 167 MT 
Cable release 

Photo reticle MC 2.5x/d = 26 mm 


Other T2 adapters (not shown) 
T2-Adapter for OLYMPUS OM (OM bayonet) 


T2-Adapter for MINOLTA (SR bayonet) 
T2-Adapter for CANON (FD bayonet) 
T2-Adapter for NIKON F (F bayonet) 
T2-Adapter for PENTAX (KA bayonet) 


453517-9901-000 


473448-0000-000 
45095 1-0000-000 
000000-0402-943 


445302-0000-000 


487202-9804-000 
487201-9804-000 
487201-9904-000 
496065-9804-000 


456031-0000-000 
456048-0000-000 
380137-6750-000 
45607 1-0000-000 
456006-0000-000 
45602 1-0000-000 
444232-9902-000 
454075-0000-000 
456073-0000-000 


456005-0000-000 
416010-0000-000 
416181-0000-000 
416167-0000-000 
454075-0000-000 


416002-0000-000 
416003-0000-000 
416004-0000-000 
416009-0000-000 
41601 1-0000-000 


unit operable in combination with microscope equipment 
functions in combination with a further accessory unit 
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1.4 Function Elements 
(see Fig. 1-5, after this table) 


Stand Module base of the Axiolab A microscope 


6 V, 30 W reflected-light Reflected-light illuminator with 6 V, 30 W halogen lamp 
halogen illuminator 


Reflected-light illuminator H Carrier element for the binocular tube and the illuminator; also used to 
accommodate various technique sliders 


Camera port Enables (after removal of the dust cap) the connection of various 
adapters for attachment of photomicrography/videomicroscopy 
equipment (35 mm cameras, video cameras) 


Binocular tube Binocular viewing tube permanently attached to the reflected-light 
illuminator H; can be set to the user's individual interpupillary distance; 
after removal of the dust caps, dia. 30 mm eyepieces - one of which is 
adjustable (foc) - can be inserted. 


Eyepiece, right and left Fixed and adjustable (foc) eyepiece; the fixed eyepiece must be 
assigned to the less myopic eye; two focusing eyepieces are required if 
reticles or photo reticles are used. 


Dust protection slider These two dust protection sliders should always remain in the 
(2 pcs.) Axiolab A microscope; technique sliders can also be inserted only if 
transmitted-light equipment is available 


Objective nosepiece Carrier for the maximum of 5 objectives which are swung into the 
beam path manually 


Specimen stage, fixed Stage area: 160 x 140 mm; for the maximum specimen height of 
- 20 mm (stage attached at upper stop) or 
- 45 mm (stage attached at lower stop) 


Two spring clips (supplied) enable specimens attached to a 26 x 76 mm 
Slide to be held in position (also see item 31) 


Coaxial coarse and fine drive, L | Permits the specimen stage to be lifted and lowered within a travel 
range of approx. 20 mm (also see section 1. 6 (7)); 
used for specimen focusing; mechanical unit together with item 29 


Connecting cable for 6 V Must be connected to the sockets at the instrument rear to allow 
30 W reflected-light illuminator | operation of the reflected-light illuminator 


“A/D” illumination converter Permits the switchover between incident light and transmitted-light 
when instruments with an additional transmitted-light equipment are 
used. 
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Fuse holder 
Fuse insert 
Mains cable 
Pushrod 


Aperture diaphragm 


Filter slider 


Pushrod for luminous-field 
diaphragm (incident light) 


Dust protection slider 


Polarization slider P 


Dust protection slider 
(2 pcs.) 


Analyzer slider A, 
rotary 


Compensator slider 
A-sub 
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Holder for two fuse inserts 
T 0.8 A; 250 V; 5 x 20 mm 
To apply the supply voltage 
Pushrod to change the beam path between 


- observation through the binocular tube (pushrod pushed in) 


- photomicrography/videomicroscopy through camera port 
(pushrod pulled out) 


Used to limit the illumination aperture; can be changed via knurled 
wheel 


Permits the insertion of dia. 32 filters in the illumination beam path; can 
be equipped, for example, with 


- attenuation filter D = 0.06 


Permits insertion of a perforated plate with 1/3 field size 


Prevents the entry of dust. Can be replaced during operation with the 
polarization slider P (item 23) 


Permits observation of the specimen in polarized light (EAST-WEST 
oscillation direction) 


Prevents the entry of dust. Can be replaced during operation with the 
analyzer slider A and the A-sub compensator slider 


Enables polarization contrast in combination with the polarizer slider P 
(NORTH-SOUTH oscillation direction with 10° fine adjustment 
possibility) 


In combination with the polarizer and analyzer slider, this slider permits 
the color contrast of anisotropic specimen details 





Carl Zeiss 


Axiolab A 


“Luminous intensity” control 


On/off switch with mains pilot 
lamp 


Coaxial coarse and fine drive, R 


Ventilation grille 


Glide stage 


Condenser drive *) 


Specimen holder with spring 
clip R *) 


Specimen holder A 


Condenser *) 


Luminous-field diaphragm *) 
(transmitted-light) 


Clamping screw *) 
Centering screw *) 


Mechanical stage 75 x 35 R/A 
#) 
Pushrod 


Continuous control of the illuminance of the light source by changing 
the lamp voltage in the range from > 1.5...6 V. 

At 6 V (right stop) the 3200 K color temperature for color photography 
is reached. 


Main instrument switch to switch the line voltage on and off 


Permits the specimen stage to be lifted and lowered within a travel 
range of approx. 20 mm (also see section 1. 6 (7)); 
used for specimen focusing; mechanical unit together with item 11 


For ventilation of the transmitted-light illuminator, if contained in the 
instrument configuration 


The glide stage features a manually adjustable stage plate with a travel 
range of 25 x 25 mm. The max. specimen height corresponds to that 
of the fixed stage. 

Two supplied spring clips enable objects on a 26 x 76 mm slide to be 
held in position. 

Objects can also be held in position by the so-called polished specimen 
stage (accessory), with which unilaterally polished specimens can be 
aligned plane-parallel with the stage surface. 


To focus the condenser in the work position 


To mount and guide transmitted-light specimens 


To mount and guide opaque objects or specimens 


Brightfield condenser 0.9/1.25 or other condenser included in the list 


Adjustable iris diaphragm to change the field size in transmitted-light 


To clamp the condenser 
To center the image of the luminous-field diaphragm 


Sensitive mechanical stage with ceramic surface, short drive, and a 
travel range of 75 x 35 mm 


Pushrod to change the beam path between reflected-light and 
transmitted-light observation; 


- pushrod pulled out — reflected-light observation 


- pushrod pushed in _ transmitted-light observation 





*) Part of the transmitted-light configuration 
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Stand 

6 V, 30 W halogen illuminator 
Reflected-light illuminator H 

Camera port 

Binocular tube 

Eyepiece, fixed 

Focusing eyepiece 

Dust protection slider 

5-position objective nosepiece 

Specimen stage, fixed 

Coaxial coarse and fine drive (left, also see item 29) 
Connecting cable for halogen illuminator 
"A/D" illumination converter 

Fuse holder 

Fuse inserts (T 0.8 A; 250 V; 5 x 20 mm) 
Mains cable 

Pushrod to change beam path 

Aperture diaphragm 

Filter slider 

Pushrod (for luminous-field diaphragm) 
dust protection slider 

Polarizer slider P 

Dust protection slider 

Analyzer slider A, rotary 

A-sub compensator slider 

“Light intensity” control 

ON/of switch with mains pilot lamp 
Coaxial coarse and fine drive (right, also see item 11) 
Ventilation grille 

Glide stage 

Condenser drive 

Specimen holder with spring clip R 
Specimen holder A 

Condenser 

Luminous-field diaphragm (transmitted-light) 
Clamping screw 

Centering screw 

Mechanical stage 


Pushrod to change between reflected-light or transmitted-light observation 
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Fig. 1-5 Axiolab A function elements (2 of 2) 
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1.5 Objectives 


The objectives are the optical centerpiece of the microscope. The following is an example of how 
objectives can be labelled: 


Epiplan 10x/0.20 o9/- 


where 

10%. = objective magnification, with a defined color ring on the objective being allocated to each 
magnification step (Carl Zeiss color ring code) 

G20). :¢ numerical aperture 

oo infinite tube length 

- can be used with cover slip thickness D = 0 or 0.17 mm 

or 

0 can only be used without cover slip, that means D = 0 

Oy? can be used with cover slip thickness D = 0.17 mm 

and 

Oil oil immersion objective 

Ph2 : phase contrast objective with a green color ring and phase stop Ph 2 


Color ring code for objective magnification 


Color ring on | black brown |red orange |yellow | green light dark white 
objective blue blue 





Magnification | 1.25x 2.5x 4x: 5x | 6.3x 10x 16x;20x:; | 40x; 50x | 63x 100x; 
factor 25x;32x 150x 


The objective magnification multiplied with the eyepiece magnification (usually 10x) results in the visual 
overall magnification: e.g. 10 x 10 = 100x. 


The numerical aperture x 1000, e.g. 0.20 x 1000 = 200x, is the highest useful magnification, i.e. no 
further details are resolved above that limit. 


In transmitted-light applications, the exact observance of the cover slip thickness of 0.17 mm is all the 
more necessary the higher the numeric aperture of the objective. Therefore, so-called "Korr" objectives 
can be set for different cover slip thicknesses via a correction ring. For this, a specimen area is searched, 
and the position of the correction ring where optimum focus and image contrast are obtained is 
determined (refocusing Is always required). 


Immersion objectives are always insensitive to differences in cover slip thickness. 


When immersion objectives are used, the air between the cover slip and the objective is replaced with a 
liquid, which is immersion oil in most cases. The plastic oiler containing 20 ml of 581 N immersion oil is 
particularly suitable for this purpose. 
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The following objectives are available for the Axiolab A: 


Microscopy 
technique 


Reflected-light 
brightfield 


Reflected-light 
brightfield 


Transmitted-light 
brightfield 


Objective 


Epiplan 


Epiplan 
Epiplan 
Epiplan 
Epiplan 
Epiplan 


Epiplan-Neofluar 


Epiplan-Neofluar 
Epiplan-Neofluar 
Epiplan-Neofluar 
Epiplan-Neofluar 
Epiplan-Neofluar 


Achroplan 


Achrop 
Achrop 
Achrop 
Achrop 
Achrop 
Achrop 
Achrop 





1.6 Eyepieces 


Magnification/ 
Num. Aperture 


Free working 
distance 
inmm 


thickness 
Dinmm 


5x/0.13 
10x/0.20 
20x/0.40 
50x/0.70 
100x/0.75 


2.5x/0.075 
5x/0.15 
10x/0.30 
20x/0.50 
50x/0.80 


20x/0.45 
40x/0.65 
50x/0.90 Oil 
63x/0.80 
63x/0.95 
100x/1.25 Oil 
100x/1.25 Oil 
Iris 


The following eyepieces are available for the Axiolab A: 


444231-9901-000 
444232-9902-000 
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442920-0000-000 
442930-0000-000 
442941 -0000-000 
442950-0000-000 
442980-0000-000 


442310-0000-000 
442320-0000-000 
442330-0000-000 
442340-0000-000 
442350-0000-000 


440040-0000-000 
440050-0000-000 
440057-0000-000 
440060-0000-000 
440068-0000-000 
440080-0000-000 
440086-0000-000 





444053-0000-000 
444054-0000-000 


If required, eyecups for the eyepieces can be ordered under Cat. No. 444801-0000-000. 
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1.7 Stage Micrometers and Eyepiece Reticles 


Measuring and counting using the microscope requires stage micrometers and eyepiece reticles, a small 
selection of which is listed below: 


Illustration Description, Technical data 


stage micrometer, positive 5 + 100/100 y 
D=0.17mm 

gradation on the +y-axis: 5 mm in 5 intervals 
gradation on the -y-axis: 1 mm in 100/100 mm = 
10 um, accuracy +1um 


474026-0000- 
000 





crossline micrometer 14 : 140 /d = 26 mm 454060-0000- 
gradation length = 14 mm 000 
increments = 0.1 mm 

ROP RC EEN enn oner gradation tolerance < 0.001 mm 


plelZliLolLé 84 9S vezZLo0 


eyepiece reticle /d = 26 mm 474064-0000- 
000 








crossline micrometer 10 : 100 /d = 26 mm 474066-9901- 
gradation length = 10 mm 000 
increments = 0.1 mm 

gradation tolerance < 0.001 mm 
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net micrometer 12.5 x 12.5 / 5; 10, 474068-0000- 
d=26 mm 000 

area 12.5 x 12.5 mm, divided in fields of 

10x 10 




































































photo reticle MC 2.5x /d =26 mm 454075-0000- 
for 35 mm photography with an_ additional | 000 
magnification of 2.5x or for large-format 

photography with 10x additional magnification. 





If an eyepiece reticle is used, the binocular tube or the phototube must be equipped with two 
ie foc. eyepieces containing an adjustable eyelens, into one of which the eyepiece reticle is 
mounted. 
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1.8 Technical Data 


Dimensions and weight 


DINTensions (width deptiy x MeIQNL) s2ccsesaed enced bntieec tolerate Anieeetenauiens 180 x 400 x 430 mm 
FOOUDRINT (FECOMMeENGEd WIth Mat cicoa Win valor sas ities as ded fences Wactutaa tend Meurer dune icles 440 x 310 mm 
SYA [| | Cena Agr lO aD MD ER ae ROA ROE PA ME eee approx. 10 kg 


Ambient conditions for 


storage and transport (in packaging) 


Permissible ambient temperature .............0:cccccceecececeeeeeeeeceeeeeeeeeeeeeeeneeeeeeeneeeeeesnseeeeeeteeeees -40 to +50 °C 
POrntssibleche aviv: TUIMMICEY veeacna saben techn starnacn ciate aerluiaicuatiuais erated ateuluns corks cul adieteaiarnmeatated max. 85 % 
PRUITOSTOTVGTIG [OTS SC 5 8 Se Se a A 800 hPa to 1060 hPa 
Operation 

Perritsstnle arm Digit Vette CIRC eo ose esr. acta fas oe ee ee taal ade ok cd hale anette a al tay +5 to +40 °C 
Permissible relative NUMICItY ............ccceeeeeeeceeeeeeeeeeeeeeeeeeceeeeeeeceeaeeeeeceeeeeeeeeseeeeeeteeeeeentieetenenaes max. 85 % 
PUIG oes ee oes cehet cea in aceatlamh clerte Ciateatncy Gentes at ait ceua tice tthare aerial teal ater aealuccaee cinta max. 2000 m 
PRUPTIOSTIMIC LIC OS S Us a aS ne Se I St ae SS 800 hPa to 1060 hPa 
210) [OAS] gig 8 (<1 0) cl semen Neer ee mene mime Oe cee mane mame Remnr NT SS MTSE ROR ANT Eee eae eete Om emer On ere errs Leer 2 


Operating data 


(Gir) W216 (3) go ig O(c ae Re me ee me Era ne eer Ee ER it eee ep ee ey ee eee ee eee closed rooms 
Big 9 Esc (6 gy = fs sate See ee tee eR Me em SECO SE Ue Se er Senge er ON SPER Se SRE OO ae Sa ERE SRE RIN Se CEO | 
PROG CUO GUY G22 Goat beet, ce Oe Ae lee te ade ee SO ee A Bade ES iE Saad IP 20 
BIRCUIGAl SALCLac.iiteheuwaainauneeratieatn caver: in compliance with DIN EN 61010 (IEC 1010-1) 
including CSA and UL directives 
EXCESS: VOlaGe CaledOl yee At detund Ant cette NAS tens th ned ae AO en AN ela totaal eT Matinee ated sd Il 
Radio interference SUPPIeSSION............::ccecceeeeeceeeeeeeeeeeeeeeeeeeseteeeenes in accordance with EN 55011, Class B 
IISEMSITIVITY LOOMS Cis oreSe- cre daal eaters haa danedat es ccraSels rede eser as meds in accordance with EN 50082 
BATA =Rat( 9) | 216 (= meee mee” es he rnp, OO Oa aE Oo aPC OE Mn er 100 to 240 VAC +10 % 
SEALE ath E DMs tot Aah ett tA Stearic tee ae SA ater atle cess Change of line voltage is not required! 
LEMOS PROC ICT CY ect crit ects ceieesaenteiey ts ieee deine eeuieee acetic bee sece dealin sede ectiue aera nenlea ety aiaee ceases 50 to 60 Hz 
POPS RCO SUI yO ie aac a ae a a Sa ee A a a max. 80 VA 
Fuses 
for-all:line. voltages: above Menuoned ssc. ices nad aco e ceeded eae T0.8 A; 250V;5x20mm 
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Mechanical data of specimen stages 


1-8 [6 410) (=) een ete nee een ener a nee fixed stage/glide stage/mechanical stage 
Maximum specimen height: 
Stage at bottom stop (not possible for Mechanical StaGe)...........ccccccceeessseeeeeeeeeesstseeeeeseees 45 mm 
Stage at TOP :SlOP os. iis echoes wenn dened neev evan db usb bsib vended esp beddeueensse dub nelbeWvaeebaauvd besdavaedbneieabe 20 mm 


Light source 


6 V, 30 W halogen illuminator: 


halogen lamp with square flat-core filament ............0:::ceeeeeeeeeeeteeetteteeeeeees HLW S 5-A, 6 V, 30 W 
FP ipalemrTe]h2l6 (on c'z: [ae 6 (=) Raneeme ee erate mea nesRRi n Aer e eee inte Rene eee eee ee >1.5 V to max. 6 V 
POWER ait caiidonuhisete ta inden etal Mateos bimseenuts deo siduncerhutt eleu anbnssboeneilgete teu M dann ts Mad ids Measeen alse ae 30 W 
COIS TEMPERATURE a ESIC! UO. oiccn cache aries enete atrait ulate eeeataeseatian lata teste uteaied ima reelte 3200 K 
Fe) a Sidebars lS” etree Oe See ree cee ee een SP Sa RN Se SPE Gene ee Cre Gee ee SEC ee See 510 Im 
AVC PAQ ETT Cer VIALE VI piace cali aia Be Ie, Rt a oak ae AUN a 300 h/2000 h 
UNCUT DCA Et care a usta rterettans senda stared eden ad sarh one tbacbabsne bandeatat Ma tnensns hike Be debates 1.7 x 1.7 mm 


Opto-mechanical data 


SAGE TOCUSING ia Nek EN ee es te eae UE Ae iN et Blas coaxial coarse/fine drive 
lifting range: 20 mm 

coarse drive: 1 rotation = 4 mm 

fine drive: 1:10 step-down ratio 


ODIOCUVE CHANGES oss chazneS sis ccna cenedaieainael ean reseeGrashai mednd ateaneraaes manually via 5-position nosepiece 
SEP clea O16 abet =1 (ho) iad] =) cane eee Re ee ee eee en SE ne eae RARE A An Smee eee eee Ee 20 mm 
KU). c Ta ALOT cleo) 21 [<1 ie 1) fo Ieee me abst en epee Rn Pe RMS On Tee Rr Ee el Re PR eR TP ee 8mm 


Binocular 30°/20 H reflected-light tube with camera/TV port: 


She! AUGOUWI dae A=) © MiAr WG 018 2) Geeee eres Meee ieee em ee ete te eer ete eee aera REN Cee RRS eee eee 20 
InCer OU Biliary CIS Cane t.26ice as aoa earn ee Reet eae variable between 55 and 75 mm 
VIGIL C cee casa canst dette ted ttt oa tnaeret dA al ete oat ti Ate Ses Cacia cha cents Me A a Getta alt aft 30° 
NIGMMUIIG TCIINES 3. cernstntecsedcetectasvaheandea Debastaduninsenduytdahu Aumbsueduesareesnead.uteruaearbenereachua tease te 440 mm 
Observation and tamieravideO: DONE ees reeds ctaick ee eee eh cee a eae oe tnt a tube factor 1x 
observation and camera/VideO POMt ............ccceeeeeeeeeeeeeeeeeeeeeeteeeeeeeeteteeeees 100%/0% or 0%/100% 
(etal ay cigs Ari (9 [eX )M © (6) nl teeeeeererineertttr name te Rn EMT EE me tERUAL iE eRe ueenefUime trae orem rae Ne nea ne 60 mm interface 
EY SDIBEES :.c00:. Score Git ch fateh cere Gao eh eh aid oe ADA E-PL 10/20 Br. and E-PL 10x/20 Br. foc. 
PUNO RIG CANN OLOT oes One ach eek ee Orie mala Oradea pial Cree at polars Cresta shed eneiecr asa ns Sas Gee 30 mm 
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START-UP 


Contents 


Unpacking the Instrument 

Screw in Objectives 

Insertion of Eyepieces 

Insertion of Eyepiece Reticle 

Compensation of Ametropia when Eyepiece Reticles are used 


Setting of Interpupillary Distance 

Attachment of Reflected-Light Halogen Illuminator 
Retrofit the Transmitted-Light Halogen Illumination 
Switch on the Transmitted-Light Halogen Illuminator 
Equipment of Filter Slider 

Set the Luminous-Field Diaphragm 

Connecting the Instrument to the Line 
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2 START-UP 


The three versions of the Axiolab A reflected-light microscope, including accessories, are supplied in 
standard packaging. We would recommend you to keep the transport cases for storage or return of the 
instrument to the manufacturer. 


2.1 Unpacking the Instrument 


e Remove the microscope from the transport case 
and place it on the mat (2-1/1) provided on the 
worktable. 


e Remove the plastic sleete_|2-1/4) from the 
instrument. 


e Remove the adhesive strips which secure the 
various controls during transport. 


e Leave dust protection and technique sliders 
(2-1)2, 5, 6) inserted in the reflected-light 
illuminator H (2-1}3) in the instrument. 





Fig. 2-1 Unpacking the instrument 


2.2 Screw in Objectives 


e Remove the dust caps[(2-b/2) according to the 
number of objectives and screw the objectives 
into the nosepiece (22/4) clockwise one by 
one, starting with the lowest magnification 


(2-2}3). 


The dust caps should remain on those 
oS nosepiece eyes which are not required. 








Fig. 2-2 Screw in objectives 
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2.3 Insertion of Eyepieces 


e Remove both protection caps from the binocular tube. 


e Insert the fixed eyepiece, e.g. E-PL 10x/20 Br., in one tube and the focusing eyepiece E-PL 10x/20 Br. 
foc. in the other tube. 


The focusing eyepiece is used to compensate for ametropia of the user's eyes. 


2.3.1 Insertion of Eyepiece Reticle 


The E-PL 10x/20 Br. foc. eyepieces are intended 
for use with eyepiece reticles (see overview under 
1.6). 


The slight image shift caused by the additional 
path through the glass is taken into account on 
the diopter scale by the fact that the zero point 
position is indicated not by the white dof (2]3/w) 
but by the red dot (2-3JR). 


The eyepiece reticles 1) have been adhered to 
screw-in mounts | (2-3/2) to allow easy 


replacement. 











e To replace a reticle, unscrew the screw-on 
Fig. 2-3 Insertion of eyepiece reticle mount containing the eyepiece reticle and 
replace it with the required one. 


If eyepiece reticles are inserted into the unscrewed mount by the customer, attention must be 
cS paid to the labelling being visible the right way up after insertion. 


2-4 B 40-015e 06/99 


Axiolab A Carl Zeiss 


2.3.2 Compensation of Ametropia when Eyepiece Reticles are used 
The correct use of an eyepiece reticle requires two focusing eyepieces, e.g. PL 10/20 Br. foc., to enable 
compensation of ametropia. 


e Use the eyelens of the focusing eyepiece to focus on the line figure of the eyepiece reticle; focus on 
the edge of the field of view if no eyepiece reticle is used. 


e Focus on the microscope image of a specimen via the focusing drive by looking through the eyepiece 
with reticle. 


e When the image and the eyepiece reticle are in focus in the above eyepiece, focus the image for the 
second eye via the focusing eyelens of the second eyepiece. 


The position of the focusing drive on the stand must not be changed. 


is 


2.4 Setting of Interpupillary Distance 
e The eyepiece distance is matched to the individual interpupillary distance by swinging the eyepiece 


tubes symmetrically towards one another. The eyepiece distance can be set in the range between 55 
and 75 mm, and you should try to remember the individual value once set. 


B 40-015e 06/99 2-5 


Carl Zeiss Axiolab A 


2.5 Attachment of Reflected-Light Halogen 
Illuminator 


e Attach dovetail guide, (2}4/3) of 6 V, 30 W 
halogen lamp [2-4/4) to the microscope stand 
and tighten hexagonal screw[(2-H/2) using the 
SW 3 screwdriver (2-4/1). 


The halogen lamp must be mounted 
eS to the stand in a vertical position, also 

see Fig. 3-2. 

For visual control, remove lamp cover 
IN ea) by slightly turning it to the left. 


e Connect cable (2-4/5) to the two sockets on the 
instrument rear. 




















2.6 Retrofit the Transmitted-Light Halogen 
Ilumination 





Transmitted-light observation with the Axiolab A is 
possible with the configuration described in 
section 1.3. The pure reflected-light versions of the 
Axiolab A can also be upgraded for transmitted- 
light observation by installing the “Retrofit 
package for transmitted light” (1-4/7). 








Fig. 2-4 Attachment of reflected-light 
halogen illuminator 


The transmitted-light illumination equipment can be subsequently mounted to the Axiolab A 
cS only by Carl Zeiss service personnel. 


The transmitted-light illumination package consists of: 

- mechanical stage 75 x 35 R/A with ceramic surface and short drive, 

- specimen holder with spring clip R, 

- transmitted-light illuminator, containing halogen lamp with mount and luminous-field diaphragm with 
iris, 

- ABBE condenser 0.9/1.25 or ABBE condenser 0.9/1.25 with 5-position turret disk 
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2.6.1 Switch on the Transmitted-Light Halogen Illuminator 


Normally, the position of the A/D illumination converter (1-5/13 or[2-H/4) is of no importance 
I with the Axiolab A. 
Only if the transmitted-light illumination is a standard feature or has been subsequently 
installed, the A/D converter will have the following functions: 
e the power supply for the reflected-light halogen illuminator is switched on in the upper, 
pressed position of the converter. 


e in the lower, pressed position of the converter, the power supply for the transmitted-light 
illuminator is switched on. 


To change to transmitted-light operation, press the A/D converter (1-5/13) at the rear of the Axiolab A 
into the lower position. 

The functions of the on/off switch (1-5/28) and the "illuminance" control (1-5/27) are retained, 
regardless of the position of the AD converter A/D (1-5/13) (see section 1.5). 


2.7 Equipment of Filter Slider 


e Equip filter slider [2-5)3) with the filters (2-5/2) 
required for the relevant microscopy technique, 
e.g. with 

neutral-density filter N 0.06 

(6% _ transmission) 

— neutral-density filter N 0.25 
(25% transmission) 


— conversion filter 3200...5500 K for use of 
daylight color film 





— narrow-band interference filter, e.g. for 
contrast enhancement 
Insert equipped filter slider in the compartment 
until it click-stops in the relevant position in the 
reflected-light illuminator (2-5/1). 





Fig. 2-5 Equipment of filter slider 


i: The filter diameter is 32 mm. 
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Fig. 2-6 Setting the luminous-field 


diaphragm 











Fig. 2-7 


Connecting the instrument to the 
line 
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2.8 Set the Luminous-Field Diaphragm 


The pushrod_ (4-6/1) for the luminous-field 
diaphragm has two positions: 


— pushed in: the full field of view is visible 
without restriction. 


— pulled out: the visible field of view is reduced 
to approx. 1/3 of the overall diameter. This 
can be useful as an aid to find the object 
plane, i.e. the visible diaphragm is focused. 
Furthermore, this restriction of the field of 
view enables reduction of the false light 
portion of weakly reflecting reflected-light 
specimens. 


2.9 Connecting the Instrument to the 


Line 


ALY 


The microscope can be operated using line 
voltages of 100 — 240 V without conversion 


Connect the line cable (2-7/1) with connector 
to the instrument socket (247/3) and connect 
the earth-contact plug to the line. 


Switch on the instrument via the on/off switch 
(2-7]2) on the left-hand side of the instrument. 


The green LED integrated into the on/off 
switch lights up to indicate that the machine is 
ready for operation (switch in ,,1!” position). 
The integrated halogen lamp 6 V, 30 W must 
also be on. 


The change of fuses is described in 
section 4.2. 


B 40-015e 06/99 


Axiolab A Carl Zeiss 


OPERATION 


Contents 


peration 
Switch on the Instrument 
Illumination and Contrasting Techniques 
Setting of Reflected-Light Brightfield 
Setting of Reflected-Light Polarization 
Setting of Transmitted-Light Polarization with extended Polarization Equipment 
Setting of Epi-Fluorescence 
Setting of Transmitted-Light Brightfield (KOHLER Illumination) 
Attachment of Microscope Stages and Specimen Holders 
Attachment of Pol Rotary Stage 
Use of Polished Section Attachment 
Photomicrography and Videomicroscopy 
Attachment of Photomicrography Equipment 
Attachment of Adapters for Video Cameras 
Insertion of 8x Drawing Eyepiece 
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3 OPERATION 


3.1 Switch on the Instrument 


e Switch on the instrument via the on/off switch 
G-1}6). 
— The green line control lamp in the switch|($- 
176) must light up. 
— The halogen lamp 6 V, 30 W in the 
reflected-light illuminator [(3-]/2) must light 
up. 


The “I” is visible when the on/off 

oS switch is switched on and the "0" is 
visible when the on/off switch is 
switched off. 








e Set the required image brightness via the 
illuminance control 3-1)5). Fig. 3-1 Switch on the instrument 
e Depending on what is required, _ insert 
attenuation or conversion filter in the filter 
slider (3-1/3) and push the slider in the beam 
path (also see section 2.7). 


e Swing required objective (3-1/7) in the beam 
path; make sure to operate the nosepiece only 
via the knurled ring. 


For observation, the pushrod [3-1/4) must be pushed in. In this position, 100 % of the light of 
ZS the beam path is directed to the observation port of the binocular tube (3-1/1). 
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3.2 Illumination and Contrasting Techniques 


The description of the illumination and contrasting techniques is based on the following microscope 
settings: 


e The Axiolab A microscope is ready for operation as described in chapter 2 and switched on as 
described in section 3.1. 


e The pushrod (3-2)3) has been pushed in to direct 100% of the light to the observation port of the 
binocular tube. 


3.2.1 Setting of Reflected-Light Brightfield 


e Place a specimen of as much contrast as 
possible (B-2/6) on the specimen stage (3-4/10); 
if required by the specimen height, lower the 
specimen stage via the coarse drive (3-2/9) or 
secure it in the lower stop position. 


e Pull out plane glass pushrod {3-2}2). 


e Look through the binocular tube (3 and set 
the eyepiece distance and_ interpupillary 
distance again as required (also see section 2.4). 








= KC] 
we 





e The aperture diaphragm (B-2/#) must be set to 
approx. half the size of the opening diameter 
by turning the adjustment wheel downwards. 





e Pull out pushrod for luminous-field diaphragm 
(B-2}5) until stop. 


e Use the coarse/fine drivd (3}2/9, 8) focus the 
circular luminous-field diaphragm now visible in 
the field of view. 








Fig. 3-2 Setting of reflected-light brightfield 


e Insert the pushrod for the luminous-field 
diaphragm (3-2J5) again; the entire field of view 
is now visible. 


e Refocusing on the specimen can be performed via the fine drive (3-2]8). 


e Use the illuminance control (3-2/7) to set the brightness in the field of view to a value agreeable to 
your eyes. 


Depending on the specimen, the contrast is now adjusted via the aperture diaphragm (3-2/4). 
cS However, the aperture diaphragm cannot be used to control the image brightness (loss in 
image resolution). 
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3.2.2 Setting of Reflected-Light 
Polarization 


The Axiolab A microscope is ready for operation as 
described in chapter 2, and switched on as 
described in section 3.1. 


e Pull out the plane glass pushrod {3-3}1). 

e Pull out the dust protection sliders | (3-3/2+6) 
from the reflected-light illuminator H. 

e Push polarization slider P 4-3/3) into the slider 
mount (vertical slot) from the right. 


e Push rotary analyzer slider A(3-4/4) in the upper 
horizontal slider mount. 


is For reasons of intensity, no filters 
should be contained in the beam path. 


e Set the analyzer slider to optimum contrast 
(maximum dimming) in the field of view via the 
adjustment lever. 


Carl Zeiss 





Fig. 3-3 Setting of reflected-light polarization 


io If possible, this analyzer position should not be changed. 


e Reduce illumination aperture by turning the adjusting wheel (3-2)4) of the aperture diaphragm 


downwards. 


e To enhance the color contrast of anisotropic object details, the A-sub compensator slider (3-3/5) can 


be inserted in the lower horizontal slider mount. 


The color intensity can then be varied via the lever on the A-sub compensator slider. 


3.2.3 Setting of Transmitted-Light Polarization with extended Polarization Equipment 


The optional, extended polarization equipment includes the following items: 


rotary Pol stage (3-4)3) 
Pol object guide (3-4/4) 


swing-in polarizer D (B-4)5) 
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(1) 





Centering of Objectives (only for Axiolab Pol catalogue No. 450910-0000-000) 











Fig 


ROS 7 














. 3-4 Centering of objectives 


When the Pol stage {3-4)3) and uncentered objectives are turned, object details above the center of the 
eyepiece cross migrate to circular paths (3-4/1 - dashed line). The following procedure is required to 
center the objectives: 


Unlock the stage stop by turning screw (B-4}6) by approx. % rotation in counterclockwise direction. 
Swing in transmitted-light objective of medium magnification (20x - 50x) via the nosepiece. 
Insert SW 1.5 key -4]2) in the drilled centering holes on the nosepiece. 


Turn the specimen stage and search for the apparent center of rotation (cross (3-4/1)). The center of 
rotation is also the center of the stage rotation. 


Use the keys to move this center of rotation to the intersecting point of the eyepiece crosslines and 
therefore into the optical axis of the microscope. 


Repeat the procedure with a distinct, small object detail in the direct proximity of the center of the 
rotary stage. 


Carefully remove the key. 


Swing in the neighboring objective; search for the center of rotation and the distinct object details 
and perform the adjustment procedure as described above. 


To retain the centering status, it is absolutely necessary to change the objectives only via the 


ie knurled ring of the objective nosepiece. 
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(2) Transmitted-Light Polarization - Detection of Birefringence 


This technique is used for the examination of transparent, birefringent objects. Birefringence can be 
recognized, with crossed polarizer and analyzer, by the otherwise dark field of view being brightened 4 
times when the specimen stage is rotated about 360°. Respective of birefringence, thickness and 
orientation of the object, the interference colors range from just visible gray (e.g. in biological objects) to 
white, yellow, red, blue, etc. and high-order white. 


e Set the microscope as usual for brightfield 
examinations in transmitted light. 


e Push in the plane glass pushrod (3-5}3). 


e Swing in polarizer (3-5/6) and set it to 0°. 
ginp 8-5) Qs 


e Push in analyzer[ (3-5/1) until stop so that the ays 
field of view is dark. Q))) ) 6 
S 


When a + 5° rotary analyzer is used, 
the analyzer must be in the center 
Stop position. 


is 


is 


er Gane 
SEN 
. NY 
’ 


e Move the object into the field of view and turn 
the stage (B-5/4) containing the object. 





Birefringence is indicated by the either 
cS colorless or colored brightening of the 
object. However, optically anisotropic 
materials can also remain dark if an 
isotropic direction, e.g. of optically 
uniaxial or biaxial crystals is oriented 
parallel to the observation direction. 
The conoscopic viewing method 
makes it possible to find out whether 
the object is isotropic or anisotropic. 





Fig. 3-5 Setting of transmitted-light 
polarization 
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(3) Transmitted-Light Polarization - Determination of the ny Vibration Direction and 


Determination of the Path Difference 






































150 700 | Y -400| Y 
NA NA 
Fig. 3-6 Determine the ny vibration direction using the example of an artificial fiber 


Application 


The position of the two directions with the relatively highest (ny) and the relatively lowest (no:) refractive 
index, or the absolutely highest (ny) and the absolutely lowest (na) refractive index, in relation to 
morphological directions of crystal surfaces, crystal needles or fibers, is an important criterion for 
recognition. It is also used, for example, for the diagnosis of biocrystals (gout, pseudogout). 


Settings 
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Fig. 3-7 Schematic diagram of the color 
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Set the microscope as usual for transmitted- 
light brightfield examinations. 


Turn stage until the first stop position, unlock 
stop and turn the stage until the object features 
maximum darkness. 


Activate stage stop mechanism and turn stage 
around 45° until the next stop so that the 
longitudinal axis of the fiber is oriented in NE- 
SW direction. 


Allocate a path difference of approx. 150 nm to 
this color on the MICHEL LEVY color chart. 


— When the A-compensator (3-5/2) has been 
pushed in, the color of the fiber changes to 
yellow-orange (path difference approx. 400 
nm). 


— When the stage is turned around 90°, the 
fiber appears greenish blue (path difference 
approx. 700 nm). 
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Conclusions 


The nydirection of the A-compensator is NE-SW oriented. The environment of the fiber exhibits a dark, 
first-order red (path difference is one A; approx. 550 nm). The fiber itself appears greenish blue (path 
difference approx. 700 nm). The higher interference color (700 nm) can only have been created by 
addition of the path differences of the object (approx. 150 nm) and that of the A-compensator (approx. 
550 nm), while the lower one (approx. 400 nm) must have been created by subtraction. 


Addition is possible if ny of the compensator and ny of the object are parallel. Therefore, ny of the object 
also lies in NE-SW direction in the case of a higher interference color and is oriented parallel to the 
longitudinal axis of the fiber. 


Summary 


Compare the interference colors (path differences) in the two diagonal positions. The higher path 
difference results if both ny-directions are parallel, which defines the ny-direction of the object. 


If the thickness of the specimen is known or can be measured, the MICHEL LEVY color chart 
can be used to determine the birefringence Any of minerals, synthetic crystals, polymers, 
Strained glass, biocrystals or erythrocytes; starting at the intersection point of the I-value and 
of the thickness d, the inclined line is followed to the outside right up to the edge of the chart. 
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(4) 


Transmitted-Light Polarization - Determination of the Optical Character of Crystals 


Application 


The optical character of transparent and weakly absorbing crystals must be determined for the diagnosis 
of crystals. The determination is made in conoscopic observation. The main field of application is classical 
petrography. However, it is also possible to identify and characterize synthetic crystals, industry minerals 
and plastics (e.g. films). 


Settings 


Set the microscope as usual for brightfield and polarization examinations in transmitted light (see Fig. 


B-5. 


Swing in low-power objective. 


— In conoscopic observation, those crystals (e.g. of a mineral section) are optimally oriented which 
alter the brightness least during the stage rotation. In that case, the optical axis of uniaxial crystals 
or one of the optical axes of biaxial crystals is almost parallel to the observation direction. 


Move one such crystal into the center of the switchable crosslines. Then swing in the objective with 
the highest dry aperture and the condenser front lens. 


Check whether the condenser stop is fully open and lift the condenser until the image of the 
luminous-field diaphragm is in focus. 


Now close the field of view diaphragm until the grain borders of the selected crystal are no longer 
visible. This avoids the axis image of the examined crystal being overlaid by axis images of neighboring 
crystals. Object details up to dia. 10 um can thus be faded out. 


When the stage is turned, the object must be oriented to the center of the crosslines, i.e. it must 
remain within the examination area. 


Replace one eyepiece with the diopter pinhole or the auxiliary lens. 
Focus the axis image (pupil image). 


— The set conoscopic image shows whether the crystal is uniaxial or biaxial. 
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Uniaxial Crystals 


If the optical axis of a uniaxial crystal is oriented parallel to the observation direction, a dark cross which 
can be surrounded by concentric interference rings (depending on birefringence and specimen thickness) 
becomes visible in the conoscopic observation mode. These interference rings are also called isochromats 
(from the Greek isos = equal and chroma = color). 


The cross is maintained when the stage is turned. Observe the NE quadrant of the cross (1° quadrant; 
counting is made counterclockwise). 


If you use the A-compensator: 


e After insertion of the A-compensator, the following appears in the first and third quadrant near the 
center of the dark cross: 


— yellow = optically negative 


— blue = optically positive 


Biaxial Crystals 


If biaxial crystals show a cross in conoscopic observation which is resolved into two hyperbola legs when 
the stage is turned, the acute bisectrix (1° center line) is oriented parallel to the observation direction. 
Turn the stage until the dark hyperbola legs (isogyres) are in the first and third quadrant. 


If you use the A-compensator: 
e The following appears after insertion of the A-compensator: 
— yellow = optically negative 


— blue = optically positive 





optically uniaxial optically biaxial 


positive negative positive negative 


hone blue (| bas ae L\ + =blue 
eer a w Se Bw — = yellow 


Fig. 3-8 Determine the optical character of crystals 





























If one optical axis of a biaxial crystal is oriented parallel to the observation direction, only one 

TS hyperbola leg is visible in conoscopic observation, the vertex of which lies in the center of the 
field of view. When the stages are turned, the hyperbola leg moves around its vertex. The 
determination of the optical character is performed in the same way. 
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(5) Reflected-Light Polarization - Detection of Bireflection and Reflection Pleochroism 


Application 


Polished sections of ores, coals, ceramic products, certain metals and metal alloys display a different 
reflection behavior, depending on the orientation of the crystals or the object details. Therefore, this 
technique also represents a further contrasting method. 


Bireflection 

e Set the microscope as usual for examinations in reflected-light brightfield (see section 3.2.1) 
e Pull out plane-glass pushrod (B-3)1). 

e Insert polarization slider [3-3)3) until stop. 

e Insert analyzer slider (3-34); adjusting lever in center position. 

e Close aperture diaphragm (3-4)7) by 2/3 of its diameter. 


— The object displays bireflection if any object details feature differences in brightness and color 
which vary when the stage is rotated. 


Reflection Pleochroism 


e Pleochroism can be recognized by color changes in the object after stage rotation (reflected-light 
polarizer slider (3-3/3) pushed in, analyzer slider (3-3)4) pulled out). (Rotary A-compensator pulled out) 
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3.2.4 Setting of Epi-Fluorescence 


The fluorescence technique allows fluorescent structures to be visualized with high contrast in a typical 
fluorescence color. The examined material can be autofluorescent or may have been mixed with 
fluorescent substances (fluorochromes). 

The epi-fluorescence technique can be performed using equipment for simple fluorescence examinations 
with the Axiolab A, together with the 6 V, 30 W halogen illuminator {3-9/1) and the standard brightfield 
beam splitter. 


The equipment consists of: 


- a special FL filter slider (4-9/2) which is inserted 
in the reflected-light illuminator H instead of 
the standard filter slider. 


- a dia. 25 excitation filte[ 3}9/3) especially for 
the blue excitation of Epodye. 


- adia. 25 barrier filter 5) especially matched 
to this excitation filter, which is inserted in one 
of the two dust protection sliders (3-9/6). 


This technique requires much_ light. 

cS Turn the "illuminance" control (-9)7) 
to its right stop, fully open aperture 
diaphragm (3-9/4) via the adjusting 
wheel. 





Fig. 3-9 Setting of epi-fluorescence 
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3.2.5 Setting of Transmitted-Light Brightfield (KOHLER Illumination) 


Make the microscope ready for operation as 
described in chapter 2 and section 3.1. 


e Switch on the illumination, place a_high- 
contrast specimen on the stage, and focus 
using the 10x objective. 


¢ Close luminous-field diaphragm {3-10)3) via the 
knurled wheel. 


e Use drive [ (3-1/5) to move ABBE condenser 
close to the upper stop position until the image 
of the luminous-field diaphragm appears in 
focus. 


e Use the centering screws|(3-10/2) to move the 
luminous-field diaphragm to the center of the 
field of view. 


¢ Open the luminous-field diaphragm until its 
edge just disappears from the field of view. 


e Control the contrast via the aperture diaphragm 
(B-10/4), which should be open by approx. 2/3 
of its size (marking on condenser positioned to 
0.5). 


For further information on the use of the 
Axiolab A for transmitted-light examinations and 
the relevant accessories please see the manual 





Fig. 3-10 Setting of transmitted-light 
9 brightfield 3 Axiolab - Transmitted Light and Epi-Fluorescence 


(G 42-130/Il e). 
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3.3 Attachment of Microscope Stages and Specimen Holders 


The Axiolab A microscope is available with three 
different stages: 


- fixed stage 1), 

- gliding stage (3-11}2) or 

- mechanical stage {(3-11/3). 

The retaining clips _(3-]11/4) are used to hold 
specimens mounted on a 26 x 76 mm microscope 
slide. They are inserted into the drilled holes in the 
specimen stage. 

With the mechanical stage, the specimen holder 
with spring clip “R” (3-11/5) is used to guide the 
above slides. For the examination of opaque 
objects, the mechanical stage _can be equipped 
with the specimen holder A (3-11]6). 


The stages can be changed by the users 
themselves: 


e Loosen hexagonal screw (38-1242) on the right 
side of the stage until the ea) can be 
removed from the dovetail (B-12/3). 

The stage can be attached again and fixed in 
reverse order. 


If the maximum specimen height is 

cS 20 mm, the stage is secured in the 
upper stop position; for higher 
specimens, the lower stage stop must 
be used (specimen height up to max. 
45 mm). 


The mechanical stage can be secured 
only in the upper stop position, and 
therefore only allows specimen heights 
up to 20 mm (only 18 mm with 
specimen holder A). 
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Fig. 3-11 Stage selection 





Fig. 3-12 | Changing the microscope stage 
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3.3.1 Attachment of Pol Rotary Stage 

















Fig. 3-13 Pol rotary stage- setting of specimen mount and stop 


The stage clips @-13}3) are used to mount the specimen on the Pol rotary stage (B-13}8). They are 
inserted into two of the three drilled holes (3-13]9) and, depending on the size of the specimen carrier or 
the search area, used diagonally, opposite to each other or parallel. 

The Pol object guide 11) (accessory 473325-0000-000) provides a more convenient possibility. It is 


inserted in the drilled holes (8-13/7) and secured using the screw (3-13/10). For this purpose, use the 
ball-headed screwdriver (B-13]12) supplied. The plastic rings (8-131) increasing the knob diameter 
13/4) for convenient operation from the side are particularly beneficial for screening. 


To obtain a maximum screening area with the 24 x 48 specimen carrier size, mount the 


cS specimen as shown in Fig. (B-13}2). 
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3.4 Use of Polished Section Attachment 


The polished section attachment from the line of accessories provides another possibility of holding 
objects for examinations in incident light. It has been intended for use with the gliding stage. 


Basically, the polished section attachment can also be used with the fixed stage. Use a 
screwdriver to remove the two bolts {3-14/5) on the underside and place the attachment on 
the fixed stage without any securing elements. 


The polished section attachment accommodates 
specimens of any shape with one _ processed 
(ground and polished) surface and aligns them 
parallel to the stage surface. 


° Gliding stage [3-14/6) - or also fixed stage - at 
the lower stop. 


e Remove magnetically held platd_(3-14/1) from 
the polished section stage (3-144). 


e Remove both retaining clips and insert two 
bolts (3-14/5) fof the polished section stage 
(B-14}4) into the drilled holes of the gliding 
stage (3-14)6). 


e Use the retaining clip (3-14/3)} to fix the 
polished section (3-14/2) to the 
(8-141) from below. 


e Attach the specimen assembly to the Fig. 3-14 —_ Use of polished section attachment 
premounted polished section attachment. 





e The two knurled screws (3-14/7) permit the attachment to be slightly tilted towards its support. 
Should the microscope image be unilaterally out of focus in the field of view, this can be remedied by 
slightly changing the tilt of the attachment. 
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3.5 Photomicrography and Videomicroscopy 


The Axiolab A microscope can be changed from observation to photomicrography or videomicroscopy 
via a pushrod 7 or [3-19/8) (pushrod pulled out for photomicrography or videomicroscopy). Since 
this is a 100% changeover, simultaneous observation and photography is not possible. 

Special adapters allow commercially available 35 mm cameras or microscope cameras (e.g. MC 80 Dx) to 
be attached to the camera port of the Axiolab A. For the use of photomicrography equipment please see 
the relevant manuals. 





Fig. 3-15 Attach various camera systems to the Axiolab A phototube 
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3.5.1 


(1) 


is 


Carl Zeiss 


Attachment of Photomicrography Equipment 


Attachment of SLR Camera, e.g. CONTAX 167 MT 


Screw 12 adapter for the CONTAX bayonet 
16/3) on the 2.5x connector for {T2 (B-16/4) 
(456005-0000-000). 


Attach the camera housing_(3-16/2) and the 
cable release (3-16f1), if required. 


Loosen the three hexagonal screws[(3-16/6) to 
remove the dust cover (B-16/8) from the 
camera tube (3-16/5) and _ insert the 
premounted unit A in the camera tube. 


Align the camera unit in the required position 
and tighten the three hexagonal scrqwg (3- 
16/6). 


Pull out pushrod _(3-16/7) completely for 
photomicrography. 


When artificial-light color reversal film is used, 
the CB 3 conversion filter provides the correct 
color temperature of 3200 K. 


For daylight color reversal film, the CB 12 
conversion filter must be used in addition to the 
CB 3 conversion filter. 


If focusing is not to be made via the 
viewfinder of the camera, the 
component with the eyepiece reticle 
must be screwed in the eyepieces (see 
sections 1.5 and 2.3.1). 
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Fig. 3-16 


Attachment of SLR camera, e.g. 
CONTAX 167 MT 
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Various T2 adapters for SLR cameras are listed below: 


T2 adapters to SLR cameras 
T2 adapter for CONTAX (CONTAX bayonet) 416010-0000-000 
T2 adapter for OLYMPUS OM (OM bayonet) 416002-0000-000 

( 





T2 adapter for MINOLTA (SR bayonet) 416003-0000-000 
T2 adapter for CANON (FD bayonet) 416004-0000-000 


T2 adapter for NIKON (F bayonet) 416009-0000-000 


T2 adapter for PENTAX (KA bayonet) 41601 1-O0000-000 


For detailed information on SLR cameras please see operating manual from Carl Zeiss B 40- 
046 e entitled "Photomicrography with 35 mm SLR Cameras". 
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(2) Attachment of MC 80 px Microscope Camera (35 mm Film Cassette) 


e Insert adapter 60 for microscope camdra | (3- 
17/5) (456006-0000-000) in camera tule {3- 
1776) and fix it using three hexagonal screws 
(B-17]7). 

e Insert projection lens P 2.5x|(3-14/4) in adapter 


60 for microscope camera 5). 


e Attach MC 80Dx basic bddy |3-17/2) on 
adapter 60 for microscope cameras until stop 
and fix it by clamding ] ring (3-17/3) 
anticlockwise. 

e Attach 35 mm film cassette Mot DX (B-17/1) to 
the basic body in such a way that the contact 
pins firmly engage in the relevant sockets. 


e Pull out pushréd (8-17/8) completely for 
photomicrography. 


e When artificial light color reversal film is used, 
the CB 3 conversion filter provides the correct 
color temperature of 3200 K. 


e For daylight color reversal film, the CB 12 
conversion filter must also be used. 


For detailed information on the 

ie MC 80 Dx, please see operating 
manual from Carl Zeiss B 40-036 e, 
"MC 80 Dx Microscope Camera". 
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Attachment of MC 80 px 


Fig. 3-17 
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3.5.2 


Attachment of Adapters for Video Cameras 


Axiolab A 


The following video adapters with 60 mm interface permit the attachment of one-chip b/w and color 
CCD cameras and 3-chip color CCD cameras to the camera port of the Axiolab A. 


Tube 


AXIOLAB A 
REFLECTED- 
LIGHT TUBE 
WITH 60 
MM 
INTERFACE 
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456105 


60 C 2/3" 
1.0 


456119 


60 C 1/3” (3CCD) 
0.5x 


456115 


60 ENG 2/3” 
1.0X 


456124 


Zoom 60 ENG 
1/2" 


0.5X ... 2.4X 


Adapter 





= 



































456107 


60 C 2/3" 
0.63X 


456108 


60 C 1/3" 
0.4x 


456117 


60 ENG 2/3” 
0.8x 


456122 


Zoom 60 ENG 1/2” 


0.4X ... 2X 
















































































456106 


60 C 1/2" 
0.5x 


456123 


Zoom 60 C 2/3” 
0.4X ... 2X 


456121 


Zoom 60 ENG 2/3" 


0.4X ... 2X 


456118 


60 ENG 1/2” 
0.63X 








Cameras 


CAMERAS 
WITH 


C-MOUNT 


3-CHIP 
CAMERAS 
WITH 2/3” 
BAYONET 


3-CHIP 
CAMERAS 
WITH 1/2” 
BAYONET 
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Attachment of video cameras: 


e Loosen three hexagonal screws and remove dust cover from the Axiolab A camera tube. 


e Screw video adapter or video zoom adapter with C-mount thread into the video camera. 
Insert video adapter or video zoom adapter in ENG 2/3” or ENG ¥2" bayonet of the video camera and 
clamp it tight. 


e Insert premounted unit (video camera with video adapter or video zoom adapter) in the camera tube 
of the Axiolab A, align it and fix it using the three hexagonal screws. 


e Set the required zoom magnification factor via the wheel of the video zoom adapter. 


e If required, adjust image brightness on the monitor by changing the lamp brightness on the 
microscope stand. 


ie The instructions of the camera manufacturer must also be observed when operating the video 
camera. 
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3.6 Insertion of 8x Drawing Eyepiece 


Axiolab A 


The 8x drawing eyepiece (444126-0000-000) is an accessory for microscopic drawing and can only be 
used in combination with the binocular reflected-light tube 30°/20 #4 on the Axiolab A. It contains a 
beam splitter which allows the simultaneous observation of the microscope image and the drawing area. 





Fig. 3-18 Insertion of 8x drawing eyepiece 


If the image on the drawing area 


(dia. 250 mm). 





Switch on the microscope as described in section 
3.2 and set it for reflected-light brightfield 
according to section 3.2.1. 


e Remove one as and insert the 8x 


drawing eyepiece} (3-48/3) in the binocular 
reflected-light tube 35°/20[(3-1B/2) until stop. 
Swing 8x drawing eyepiece until the drawing 
area (DIN A4 notepad) lying in front of the 
stand appears symmetrically aligned also in the 
field of view. 


Screw on the drawing eyepiece. 


Illuminate the drawing area in such a way that 
it can be seen in the same quality as the 
microscope image. If required, reduce the 
brightness of the microscope image via the 


illuminance control @-2}7). 


A special drawing pencil is supplied to facilitate 
drawing. 


is too dark, an additional desk illuminator should be 
installed. We would recommend the use of spotlights with a homogeneous area illumination 


AN We would also recommend you to use a support for the drawing area, which should be 20 
mm thick. This is the only way to ensure that the exact distance to the drawing eyepiece is 


kept. 





" 30°/20 means a viewing angle of 30° and the maximum field number 20. 
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4 CARE, TROUBLESHOOTING AND SERVICE 
4.1 Maintenance of the Instrument 


Maintenance of the Axiolab A is limited to the following operations: 


¢ Cover the instrument with the dust cover after every use. 
e Do not set up the instrument in a damp room, i.e. max. humidity < 85%. 


e Remove dust from optical surfaces using a rubber blower or a natural hair brush. Use alcohol to 
remove grease from brush, then dry the brush. Remove stubborn dirt and fingerprints using a dust- 
free cloth or leather cloth. 


e Remove stubborn dirt (e.g. fingerprints) from optical surfaces using commercially available optics 
cleaning cloths; if necessary, slightly moisten the cloths with petroleum ether. Clean the front lenses 
of the objectives using petroleum ether, but do not use alcohol. 


When using the Axiolab A in humid climatic zones, proceed as follows: 


Store the Axiolab A in bright, dry and well ventilated rooms with a humidity of less than 85%; store 
particularly sensitive components and accessories, such as objectives and eyepieces, in a dry closet. 


When the equipment is stored in closed cases for a longer period of time, the growth of fungus can 
be avoided by including cloths soaked in fungicide in the cases. 


The risk of growth of fungus on opto-mechanical instruments always exists in the following conditions: 


relative humidity of more than 75% and temperatures between +15° C and +35° C for more than 
three days. 


installation in dark rooms without air ventilation, and 


dust deposits and fingerprints on optical surfaces. 
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4.2 Troubleshooting 


Troubleshooting on the Axiolab A microscope is limited to only a few actions: 
e¢ Checking the line cable 
e Checking the set instrument voltage and changing the fuses 
e Checking the illumination and changing the lamp 
— Defective fuse(s) - change the fuses according to paragraph (1) 


— defective halogen lamp — change the lamp according to paragraph (2) or (3) 


(1) Check the Line Cable and Fuses and 
Change Fuses 


re Make sure to disconnect the instru- 
) ; ‘ 
ment from the line first! 


e Check line cablb_(H-1/1) and replace it, if 
required. 


e Use 2.0 mm watchmaker’s screwdriver to press 
the two springs at the side of the fuse holder 
(4-1]2) to the inside via the groove and remove 
fuse holder. 


e Check fuse inserts (4-13) and replace defective 
fuses with new ones. Make sure to use only 

T 0.8 A; 250 V; 5 x 20 mm fuses! 

Insert fuse holder again until the springs at the 
side can be heard to engage. 





Fig. 4-1 Changing the fuses ‘ 


e Connect the instrument to the line. 
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(2) Changing the 6 V, 30 W Reflected-Light 
Halogen Lamp 


The following procedure is required to change the 
lamp of the 6 V, 30 W reflected-light halogen 
illuminator: 


e Switch off the lamp supply; if required, allow 
the illuminator to cool down for approx. 15 
minutes. 


e Disconnect the line cable from the line. 


e Remove the connection cable of the reflected- 
light illuminator from the socket at the rear of 
the instrument. 


e Turn the cover [4-2)3) to the left and remove it 
in backward direction. 








e To facilitate the lamp change, loosen the 


hexagonal screw (4-2/1) by a few turns and Elo a2= --Changing!the.6 We 30: reflected: 
remove the mount |(4-2/2) from the reflected- light halogen illuminator 

light illuminator (the tools are listed together 

with the accessories) 


e Loosen both fixation screws (4-25) by turning them to the left and remove the carrier plate (4-2}a) 
containing the lamp. 


e Remove new 6 V, 30 W halogen lamp from the packaging and insert it into the mount {4-2}2); one 
tip of the ceramic base must engage in the centering notch of the carrier plate, and the carrier plate 
must fit well to the second tip. 


Do not touch the lamp bulb with your bare hands; if required, clean the bulb using pure 
TS alcohol before switching it on for the first time to prevent dirt from burning in. 


AN 


e Attach reflected-light illuminator again in such a way that the halogen lamp is positioned vertically. 
Tighten hexagonal screw (4-2)1). 


e Attach cover {4-2)3) and lock it by turning it to the right. 


e¢ Connect the cable of the reflected-light illuminator to the rear of the microscope stand. 
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(3) Changing the 6 V, 30 W Transmitted- 
Light Halogen Lamp 


The following procedure is required to change the 
lamp of the integrated 6 V, 30 W illuminator: 


e Switch off the extern lamp supply; if required, 
allow the illuminator to cool down for approx. 
15 minutes. 


e Disconnect the line cable from the line. 


e Hold the ventilation grille (4-3/1) on its grip and 
pull it off in upward direction. 


e Remove the lamp insert by pressing its handle 


(4-3}2) together. 
e Replace the halogen lamp 6 V, 30 W (4-3]3). 





Fig. 4-3 Changing the 6 V, 30 W 
transmitted-light halogen lamp 


Do not touch the lamp bulb with your bare hands; if required, clean the bulb using pure 
cS alcohol before switching it on for the first time to prevent dirt from burning in. 


A\ 


e Make sure that the lamp carrier plate exactly fits the positioning pins. 
e Attach lamp insert again by slightly pressing the handle together 
e Attach ventilation grille again until stop. 


4.3 Requesting Service 

All repairs of mechanical, optical or electronic components inside the instrument and of the electrical 
components of the Axiolab A may only be performed by Carl Zeiss service staff or specially authorized 
personnel. 


To ensure the optimum setting and trouble-free function of your microscope even for a longer period of 
time, we would recommend you to conclude a service/maintenance contract with Carl Zeiss. 


In the case of subsequent orders or when service is required, please get in touch with your local Carl 
Zeiss agency. 
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List of Abbreviations 


A 
AC 


Br. 


incident light, analyzer 
Alternating Current 


eyepieces suitable for spectacle wearers 


Charge-Coupled Device 
Canadian Standards Association 


transmitted light, filter attenuation in % 
German Standards Association 
diameter 

coding system for electronic data, 

e.g. film speed 


European Community 
electromagnetic compatibility 
European standards 

Electronic News Gathering 
name of eyepiece type Epiplan 


free working distance 
fluorescence 
focusing 


mercury vapor short-arc lamp 
brightfield 

mercury 

halogen lamp 


Infinity Color corrected System 
International Electrotechnical Commission 
International Protection 


metric thread 
Microscope Camera 


North-East 
item number 


polarizer 
plane 
polarization 


right 


Single Lens Reflex 
protection class 
wrench opening, South-West 


Association of German Electrotechnicians (Verband Deutscher Elektrotechniker) 
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T slow-blow fuse type 
TV television 
T2-Adapter — standard adapter for 35 mm cameras 
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